Patient-Specific Anatomical Modelling
Júlia E. E. de Oliveira¹, Paul Giessler¹, Thomas M. Deserno¹

Affiliation 1: Department of Medical Informatics, Uniklinik RWTH University Aachen, Germany

Abstract- This paper aims at presenting the development of patient-specific anatomical models with a focus on the pelvis region supporting the femoral nerve block. Magnetic resonance imaging (MRI) and virtual physiological human (VPH) model are used for image registration, and a library of segmentation and registration algorithms was compiled for scaling, registration, and segmentation that supports the user in generating patient-specific models. Results are presented in the form of image registration with respect to the skin of the models.

Keywords: image registration, VPH models, simulator, assistant, anatomical modelling.

I. INTRODUCTION

Patient-specific modelling develops computational models of human (patho-) physiology that are individualized to patient-specific data, as opposed to generic anatomical modelling, which cannot express the variability that exists among individuals and may lead to different diagnosis and treatment [1][2].

Through an integration of image processing, physiological models, subject-specific data, and virtual reality, the Regional Anaesthesia Simulator and Assistant (RASimAs) project aims at developing a training simulator and assistant prototype for regional anaesthesia (RA) procedures which will increase the application, the effectiveness, and the success rates of RA by combining a simulator and an assistant supporting ultrasound-guided and electrical nerve-stimulated (conventional) RA [3].

Patient-specific anatomical modelling has been subject for some works. From four dimensional cardiac computer tomography (CT), Mihalef et al. [4] proposed a patient-specific model of the whole human heart to support comprehensive disease assessment, intervention planning, and prediction of therapeutic outcomes. Zadpoor et al. in [5] focused on emerging tools, trends, and approaches that could revolutionize patient-specific modeling of bones.


These works mostly presented monomodal image registration (images from same modality) computed on a voxel by voxel basis. Also, a small number of cadavers is used for validation model. One challenge is to consider individual patient anatomy and use general models to generate patient-specific computer models for application in RA procedures, applying image registration techniques for a mesh and voxel basis. With the aim of focusing on the pelvis region supporting the femoral nerve block, the general idea of this paper is to substitute lacks in subject-specific information by that adopted from general models in order to build virtual physiological humans (VPH). The patient-specific VPH models include anatomical and mechanical properties of the tissues, as well as computational models compatible with real-time simulation.
Research Centre Jülich – Germany, and Trondheim Hospital, Norway. The images are archived into the web-based RASimAs Information Storage System (ISS), which includes: (i) Picture Archiving and Communication System (PACS) server for medical image storage and retrieval; and (ii) data server for 3D generic and registered models storage and retrieval.

The medical images are stored using the Digital Imaging and Communications in Medicine (DICOM) standards, which provide methods to ensure data privacy and security in the clinical environments of PACS.

3. Image Processing Library

Different technological platforms, interfaces, and algorithms are used for the development of tools. In order to compose the image processing library, existing tools were considered: toolkits that provide task specific support with extensive adaptability; development environments, which are comprehensive applications; and software packages that can be extended by customizes code provided by the user.

Several libraries and software have been identified and reused to process medical images in the RASimAs project:

- Simulation Open Framework Architecture (SOFA)\(^3\) for non-rigid registration of musculoskeletal system.
- MatLab\(^4\) for preparation of 3D data, image processing (filtering, segmentation, denoising), and computer graphics (3D mesh deformation, 3D mesh processing).
- Meshlab\(^5\) for 3D mesh processing (smoothing, slicing, splitting, re meshing).

4. Workflow for Anatomical Modelling

The libraries presented in the previous subsection were used in order to provide anatomical models with a focus on patient-specific models of the pelvis for a femoral nerve block. 3D meshes in X3D (XML-based file format representing 3D computer graphics) format are created, which represent skin, muscles and bones of a real patient MRI data.

The process of aligning two or more images with the goal to find the optimal transformation that best aligns the structures of interest in the input images is called image registration [9].

A method for semi-automatic registration of general model data towards partial MRI image of a real patient has been developed (Fig. 2).

This modelling is used on both the simulator and the assistant. In both cases, the user enters a set of DICOM images or characteristics of the patient and the anatomical model will provide the most appropriate virtual patient. Five steps (Fig. 3) are performed to achieve the anatomical modelling, data selection, gross registration, data conversion, fine registration, and data export.

1. Data selection: The Zygote model and the MRI patient data are selected from the ISS repository. The mesh is lavishly cut to the region of interest to avoid interference with the neighbored structures like arms, which may cause problems during the automatic registration process.

2. Gross registration: The Zygote meshes and the MRI volume are placed in one and the same coordinate system. A gross adjustment of the virtual model to the DICOM data of the patient is performed: digitally reconstructed radiograph (DRR) are computed for both the VPH model and for the DICOM images [10].

For the scaling and rigid alignment between mesh and MRI, a simple user interface has been created using MatLab (Fig. 4). The tool creates frontal and lateral X-rays images of the mesh and the MRI data and distinguishes among skin, muscles, and bones. The user can select the tissue to be displayed.

\(^3\) http://www.sofa-framework.org
\(^4\) http://www.mathworks.com/products/matlab
\(^5\) http://meshlab.sourceforge.net
From this rigid image registration process a quaternion transformation matrix results, which is then applied to the cropped meshes.

3. **Data conversion**: The final step is performed by means of SOFA [11], which algorithm plugin is based on Gilles et al. [12] [13]. Gilles’ non-rigid registration approach offers the possibility to register a three-dimensional (3D) mesh-model/voxel-data combination on a target voxel space. The technique from Gilles focus on the application of shape matching and elastic deformation in musculoskeletal MRI images for inter-patient registration. The source input combination, can for example consist of a MRI from which a mesh was generated by manual segmentation. In the case of this work, a virtual MRI is generated based on the Zygote mesh. To set up intensity profiles, a step size \( s \) and the number of steps \( n \) that shall be taken in each direction is needed. For each vertex, there are \( n \) inwards and \( n \) outwards steps taken in each direction of the normal vector belonging to the vertex. In Fig. 5, each line of the images relates to a vertex. The left half of the images belongs to the inner intensity profile. That is why this part is colored white or gray, as it basically goes through the fat tissue of the virtual MRI. In the right part of the images, the pixels represent the part outside the body of the mesh and also the body in the MRI, which is the reason why they are black. From left to right it is possible to see (left) reference intensity profile of Zygote skin mesh respective to the virtual MRI in the initial setup, (middle) intensity profile of skin mesh respective to target MRI (before registration), and (right) intensity profile of skin mesh respective to target MRI (after registration).

Based on the normalized cross correlation between the reference and the target profiles, the algorithm calculates external forces for each vertex, i.e., it searches in a certain distance \( d \), points which have the highest similarity value. Additionally, internal forces are computed with a computer animation technique [14] to reduce the effect of outliers in the external forces. To improve the performance regarding the processing time, the vertices of the source mesh are sorted in location dependent subsets (clusters) on which a combination of the two different forces is applied.

4. **Fine registration**: For the initialization of the algorithm of Gilles, a reference volume of the mesh is needed, which is used to set up initial intensity profiles. Therefore, a virtual MRI of the Zygote mesh with generic intensity values for the four most important tissues of the MRI, i.e., fat, muscle, bone, air is created. Although there is a certain lack of reality in this rough approach for virtual MRI generation, it turns out as sufficient for initialization purposes.

5. **Data export**: The registered and deformed mesh of the Zygote model is exported back into ISS for further use in the simulator as well as the assistant component.

III. RESULTS AND DISCUSSION

The final results are stored at RASimAs ISS. Fig. 6 and Fig. 7 show examples of registration (white area in the figures) with different orientations for two different subjects, a male and a female, respectively, regarding the skin of the models. Here, the subject-specific data is co-aligned with the model data allowing to adopt the meta-information that is stored with the model to the patient data ending up in patient-specific models. VPH models are rarely used for the task of patient-specific anatomical image registration in comparison with the use of cadavers, especially with a focus on the pelvis area. This work has adopted commercial general models, however some shortcomings were discovered which had to be corrected and altered in order to make them suitable for use. In both models, Zygote and Anatomium, some biologically separated structures (e.g., muscles and bones) overlap, making harder the process of image registration of patient-specific images. Also, the Zygote model was extended to fit the needs of the project by (i) replacing the femoral nerve towards a more common position in regards to blood system and the muscles and (ii) adding fascia, i.e., flats bands of tissue below the skin...
that cover underlying tissue, separate different layers of tissue, or enclose muscles [15].

Fig. 6. Final registration regarding the skin for a female subject-specific model.

Fig. 7. Final registration regarding the skin for a male subject-specific model.

The technique from Gilles et al. had to be adapted in order to work with a mesh to voxel image registration providing a new possibility for it, although only one surface per time can be registered. The results presented are regarding the skin, but the non-rigid registration for muscles and bones are still being implemented.

IV. CONCLUSION

This project uses existing commercial VPH models and enhance them by incorporating patient data collected by MRI and utilizing existing libraries and algorithms for image processing to support image segmentation, registration and 3D mesh processing. The focus is the deployment of a VPH model enriched with patient-specific data into clinical environments. A mesh-voxel registration was applied to create subject-specific VPH models.

The resulting tools are expected to benefit both patients and society, with safer and lighter medical load at reduced costs.

ACKNOWLEDGMENT

This project has received funding from the European Union’s Seventh Framework Programme for research, technological development and demonstration under grant agreement no 610425. We appreciate the detailed support by Benjamin Gilles providing us his SOFA implementations.

REFERENCES